Glass bead sterilisation of surgical dental burs.
Since burs used in OMF surgery are a source of microbial contamination, sterilisation of the burs is an important aspect of infection control. A two-part study was performed to evaluate the efficacy of using the glass bead steriliser to sterilise long-shank burs. The laboratory and clinical studies indicated that the glass bead steriliser was effective in sterilising long-shank burs in 60 s.